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Purpose
Whole-heart coronary MR angiography (MRA) allows for
noninvasive detection of coronary artery disease without
use of contrast medium or exposing the patients to radia-
tion. However, lengthy imaging time (>10 minutes) and
limited study success rate (<90%) are major limitations of
whole-heart coronary MRA acquired with conventional
cardiac coils. In the current study, whole heart coronary
MR angiograms were acquired by using 32 channel car-
diac coils and high SENSE factor. The imaging time, study
success rate, image quality score and diagnostic accuracy
of whole heart coronary MRA were evaluated in patients
with suspected coronary artery disease.
Methods
We studied 32 patients with suspected coronary artery dis-
ease who were scheduled for elective X-ray coronary angi-
ography (mean age 66 ± 15, male: female = 24:8). Whole
heart coronary MRA was acquired with a 1.5-T clinical MR
imager equipped with 32-element cardiac coils and 32
channel receivers. Free-breathing whole heart coronary
MRA was obtained by using a 3-dimensinonal, segmented
steady-state free precession sequence with T2 preparation
and radial k-space sampling (repetition time = 4.4 ms,
echo time = 2.2 ms, flip angle = 80 degree, SENSE factor =
4, field of view = 300 × 300 × 130 mm, acquisition matrix
= 224 × 224 × 75, reconstruction matrix of 512 × 512 ×
150). Images were acquired during a patient-specific time
window in the cardiac cycle with minimal motion of the
coronary artery that was determined on high-temporal
resolution cine MRI. MRA data were acquired during dias-
tole in 23 patients (averaged heart rate = 69.7 ± 11.5 beat/
min, acquisition window = 92.1 ± 72.0 ms), and during
systole in 9 patients (averaged heart rate = 80.7 ± 9.0
beats/min, acquisition window = 54.7 ± 22.0). Images
were interpreted by 2 independent observers by using a
sliding multiplanar reformat reconstruction method, and
disagreement between 2 observers was settled by a con-
sensus reading. All patients underwent conventional X-ray
coronary angiography within 2 weeks from coronary
MRA. X-ray coronary angiograms were analyzed by a sep-
arate blinded reviewer. Significant coronary artery disease
was defined on X-ray coronary angiography as a diameter
reduction of ≥ 50% in coronary arteries with a reference of
≥ 2 mm.
Results
Acquisition of whole heart coronary MRA was successfully
completed in 32 (100%) of 32 patients. The averaged
imaging time with 32-channel cardiac coils was 6.2 ± 2.8
min, which was approximately half of that with 5-channel
cardiac coils. The averaged image quality score was 4.6 ±
0.2 with 32 channel coils and high SENSE factor of 4,
which was approximately equal to or slightly better than
that (4.5 ± 0.2) by 5 channel coils and SENSE factor of 2.
On X-ray coronary angiography, significant narrowing in
the coronary artery was found in 19 of 32 patients (59%).
On a patient-based analysis, the sensitivity, specificity and
accuracy of whole heart coronary MRA was 79% (15/19),
92% (12/13) and 84% (27/32), respectively. When all
from 11th Annual SCMR Scientific Sessions
Los Angeles, CA, USA. 1–3 February 2008
Published: 22 October 2008
Journal of Cardiovascular Magnetic Resonance 2008, 10(Suppl 1):A30 doi:10.1186/1532-429X-10-S1-A30
<supplement> <title> <p>Abstracts of the 11<sup>th </sup>Annual SCMR Scientific Sessions - 2008</p> </title> <note>Meeting abstracts – A single PDF containing all abstracts in this Supplement is available <a href="http://www.biomedcentral.com/content/files/pdf/1532-429X-10-s1-full.pdf">here</a>.</note> <url>http://www.biomedcentral.com/content/pdf/1532-429X-10-S1-info.pdf</url> </supplement>
This abstract is available from: http://jcmr-online.com/content/10/S1/A30
© 2008 Nagata et al; licensee BioMed Central Ltd. Page 1 of 2
(page number not for citation purposes)
Journal of Cardiovascular Magnetic Resonance 2008, 10(Suppl 1):A30 http://jcmr-online.com/content/10/S1/A30Publish with BioMed Central   and  every 
scientist can read your work free of charge
"BioMed Central will be the most significant development for 
disseminating the results of biomedical research in our lifetime."
Sir Paul Nurse, Cancer Research UK
Your research papers will be:
available free of charge to the entire biomedical community
peer reviewed and published immediately upon acceptance
cited in PubMed and archived on PubMed Central 
yours — you keep the copyright
Submit your manuscript here:
http://www.biomedcentral.com/info/publishing_adv.asp
BioMedcentral
subjects enrolled were analyzed regardless of study suc-
cess, the overall sensitivity of whole heart coronary MRA
with 32 channel cardiac coils was substantially higher
than that with 5 channel coils (79% versus 68%) [1].
Conclusion
Use of 32 channel cardiac coils and high SENSE factor
allows for acquisition of whole heart coronary MRA in a
considerably reduced imaging time (6.2 ± 2.8 min) and
with high study success rate (100%), when compared
with 5 channel coils [1] (imaging time of 12.9 ± 4.3 min
and success rate of 86%). High study success rate achieved
by 32 channel coils substantially improved overall sensi-
tivity of coronary MRA in detecting patients having CAD
when all subjects who underwent MRA were evaluated.
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